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Whereas the Parliament of India has set out to provide a practical regime of right to 
information for citizens to secure access to information under the control of public authorities, 
in order to promote transparency and accountability in the working of every public authority, 
and whereas the attached publication of the Bureau of Indian Standards is of particular interest 
to the public, particularly disadvantaged communities and those engaged in the pursuit of 
education and knowledge, the attached public safety standard is made available to promote the 
timely dissemination of this information in an accurate manner to the public. 
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FOREWORD 

This Indian Standard was adopted by tiie Bureau of Indian Standards, after tiie draft finalized by the 
Neurosurgery Instruments Sectional Committee had been approved by the Medical Equipment and 
Hospital Planning Division Council. 

This standard covers the requirements in respect of shape and dimensions only, as the specification 
part of these types of instruments is covered in IS 3642 ( Part 1 ): 1990 'Surgical Instruments — 
Specification: Part 1 Non-cutting, articulated instruments ( second revision )'. This standard is therefore 
intended to be used only in respect of shape and dimensions, which are referred to in 4.1 of 
IS 3642 ( Part 1 ) : 1990. 

For the purpose of deciding whether a particular requirement of this standard is complied with, the 
final value, observed or calculated, expressing the result of a test, shall be rounded off in accordance 
with IS 2 ; 1960 'Rules for rounding off numerical values ( ro/ised )'. The number of significant places 
retained in the rounded off value should be the same as that of the specified value in this standard. 



IS 13175 : 1991 

Indian Standard 

NEUROSURGICAL INSTRUMENTS - NEEDLE 
HOLDER — SHAPE AND DIMENSIONS 

1 SCOPE Specification : Part 1 Non-cutting, articulated ins- 

truments ( second revision )' forms a necessary 
This standard prescribes shape and dimensions for adjunct to this standard. 
needle holder used in neurosurgery. 

3 SHAPE AND DIMENSIONS 

2 REFERENCES 3^ j^^ ^j^^p^ ^^^ dimensions of the needle 
IS 3642 ( Part 1); 1990 'Surgical Instruments — holder shall be as shown in Fig. I 
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All dimensions in millimetres. 
Fig, I N EEDLE Holder 
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3.2 Joint 

The joint shall be of box type in accordance with 
13.2.2 of IS 3642 ( Part 1 ) : 1990. 

3.3 Ratchet 

Ratchet teeth shall conform to section 4 of IS 3642 
( Part 1 ) : 1990 with a combination of 3 in 3. 

3.3.1 The ratchet teeth shall be designed such that 
the load at which the first ratchet just engages shall 
be between 2'0 to 2'5 kg. 

3.4 Finger Loop 

The finger loop shall conform to size No. 1 of 
Section 6 of IS 3642 ( Part 1 ) : 1990. 



3.5 Bows 

The bows of needle holder shall be gold plated. 



3.6 Jaws 

The needle holder shall have tungsten carbide 
insert jaws with matt finish. 



3.7 Serrations 

These shall be cross type serrations in accordance 
with Fig. 2C of IS 3642 ( Part 1 ) : 1990. 
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The use of the Standard Mark is governed by the provisions of the Bureau oj Indian 
Standards Acr, 1986 and the Rules and Regulations made thereunder. The Standard Mark on 
products covered by an Indian Standard conveys the assurance that they have been produced 
to comply with the requirements of that standard under a well defined system of inspection, 
testing and quality control which is devised and supervised by BIS and operated by the 
producer. Standard marked products are also continuously checked by BIS for conformity 
to that standard as a further safeguard. Details of conditions under which a licence for the 
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from the Bureau of Indian Standards. 



